[Standardization of coagulologic technique for antithrombin III estimation and its clinical application].
A standard assay procedure for estimating antithrombin III activity was derived from the Abildgaard technique as follows: 1) to decrease errors at the preanalytical stage, by using preliminarily defibrinated lyophilized plasma-calibrator and 2) to increase measurement accuracy, by using the concentration of a fibrinogen preparation and simplifying the analytical procedure. The estimation of plasma antithrombin activity in patients with pulmonary thromboembolism or sepsis points to the changes in antithrombin III activity.